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Shipment: 280

Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score
ID Target * Limits Limits

Sample: Non Potable Water Metals | and Il

Copper, Total ** ug/L 8011 USGS 139 140 * 130 - 151 124 - 157 Satisfactory
EPA Code: N/A 1-4471-97 158 passed out of 170 reported results.
Copper, Total ** ug/L 8011 USGS 135 140 * 130 - 151 124 - 157 Satisfactory
EPA Code: N/A -4472-97 158 passed out of 170 reporied resulls.
Iron, Total ** ug/L 8011 USGS 3420 3020 * 2800 - 3280 2680 - 3400 Unsatisfactory <==
EPA Code: N/A 1-4471-97 110 passed out of 116 reported resuits.
Manganese, Total ** ug/L 8011  USGS 2670 2860 * 2670 - 3080 2570 - 3180 Satisfactory
EPA Code: N/A 1-4472-97 131 passed out of 134 reported resulls.
Manganese, Total ** ug/L 8011 USGS 2870 2860* 2670 - 3080 2570 - 3180 Satisfactory
EPA Code: N/A -4471-97 131 passed out of 134 reported results.
Nickel, Total ** ug/L 8011 USGS 1660 1640 " 1550- 1770 1490 - 1830 Satisfactory
EPA Code: N/A A0 151 passed out of 166 reported results.
Nickel, Total ** ug/L 8011 USGS 1610 1640* 1550- 1770 1490 - 1830 Satisfactory
EPA Code: N/A FAKIRLY 151 passed out of 166 reported resulls.
Lead, Total ** ug/L 8011 USGS 644 650 * 595 - 703 567 - 730 Satisfactory
EPA Code: N/A RS 197 passed out of 208 reported results.
Antimony, Total ** ug/L 8011 USGS 468 511 % 400 - 572 357 - 616 Satistactory
EPA Code: N/A 1-4472-97 130 passed out of 142 reported results.
Selenium, Total ** ug/L 8011 USGS 791 821" 702 - 901 652 - 951 Satisfactory
EPA Code: N/A 4472:97 148 passed out of 157 reported results.
Selenium, Total ** ug/L 8011 USGS 836 a2q * 702 - 901 652 - 951 Satisfactory
EPA Code: N/A }=4BEE-98 148 passed out of 157 reported results.
Thallium, Total ** ug/L 8011 USGS 452 460 * 397 - 507 370 - 535 Satisfactory

|-4472-97

EPA Code: N/A

120 passed out of 129 reported resulls.



